Background
==========

Of all the joints in the human body, the shoulder joint has the highest range of motion (ROM). Hence, objective assessment of shoulder joint mobility, especially after conservative or operative therapy, is critical. Moreover, correct assessment of shoulder mobility is crucial for grading of several clinical shoulder scores (Constant-Score, Rowe-Score, Simple Shoulder test).

Only a few highly sophisticated instruments are available for objective measurement of shoulder mobility. In daily practice, they are time consuming, complicated, expensive, or not applicable \[[@B1],[@B2]\]. Human motion analysis systems require cable wires, synchronization, external references, mounting sensors to the subject, among others. On the other hand, conventional goniometers as standard measurement tools can only measure joint angles statically, and have low reliability and precision between individual instruments \[[@B3]\]. This error is compounded in shoulder patients with decreased mobility \[[@B4]\].

A new small and handy three-dimensional (3D) gyroscope called DynaPort MiniMod TriGyro ShoulderTest (DP) (McRoberts Inc., The Hague, Netherlands) \[[@B5]\] was designed to assess upper extremity function. The DP has more applications than a conventional goniometer: it can measure complex shoulder movements with rotation, and 3D velocity. Moreover, measurements can be performed continuously for up to 72 hours (e.g., for monitoring shoulder motion during postoperative home training or at work). This device has been validated in a previous laboratory study, showing good reproducibility of measurements \[[@B6]\]. We aimed to assess the precision (repeatability) and agreement of the DP \[[@B7]\] in human subjects for static motions, compared to the conventional goniometer.

The study design was approved by the Ethical Committee of Philipps-University Marburg, reference no. 154/08.

Methods
=======

Device
------

### DynaPort MiniMod TriGyro ShoulderTest

The DP is a small box (62 × 41 × 18 mm, weighing 53 g) containing three gyroscopic sensors (Figure [1](#F1){ref-type="fig"}). The three DP gyroscopes measure rotation and angular velocity, which can then be converted to angle by a specific mathematical algorithm. The only preparation needed to calculate angles is to teach the device the axis of the shoulder joint by performing a calibration procedure in two directions (e.g. flexion and abduction). The DP is fixed to the distal upper arm with a flexible belt. Subsequently, calibration is executed by consecutive movement of the arm in one plane up to an angle of at least 40° (abduction and flexion). The proper assessment is then performed with five repetitions in each direction. After using matrix algebra and goniometric operations, movement is expressed in elevation and simultaneous internal- and external rotation of the upper arm as a mean value of these five repetitions. Because of its small size and battery operation, assessment is possible anywhere for up to 72 continuous hours. The raw data is stored on a commercially available secure digital (SD) card. Using special software (MiRA®, McRoberts Inc., The Hague, Netherlands), measurement calibration is checked and can be adapted. In a second step, all results can be displayed and evaluated. Digital encryption of the data can also be performed, and uploaded to the company's website for analysis. A subsequent PDF file with relevant processed data is sent back within a few minutes via an automated e-mail.

![Three-dimensional gyroscope DynaPort MiniMod TriGyro ShoulderTest.](1471-2474-14-72-1){#F1}

For direct comparison of measurements, a conventional goniometer was used (Figure [2](#F2){ref-type="fig"}).

![Conventional goniometer.](1471-2474-14-72-2){#F2}

Subjects and data acquisition
-----------------------------

Adult subjects, students and physiotherapists 18 years and older were recruited on a voluntary basis. Twenty-one healthy humans (aged 20--59 years, 12 female and 9 male), agreed with written informed consent to take part in this study. Patients with previous surgery or pain in the shoulders and spine were excluded. Subjects from different sexes and ages were selected, to make validity meaningful. All subjects were evaluated in the same institution, with the same instruments, and by the same observer.

Different studies have shown that the cervical and thoracic spine has an influence on shoulder movement \[[@B8]\]. This error was minimized by fixing the trunk and spine by placing them against a wall during the examination. The primary shoulder for examination purposes was defined by coin toss. For direct comparison, we fixed the DP at the lower portion of the upper arm. Then, the SD memory card was activated. Subsequently, the DP was calibrated with a standard single flexion and abduction movement in order to adjust the gyroscopes in the three dimensions. The start position is considered the neutral position, at 90° elbow flexion. As the calibration procedure is highly sensitive to disturbances and noise in the signal, it is very important to perform movements only in one axis. The manufacturer recommends performing all calibration movements higher than 40° for better precision.

The relevant testing began with five repetitions of abduction with simultaneous measurement by the DP and conventional goniometer. The DP system generates a mean value of the five repetitions. Flexion movements were examined in the same manner. Subsequently, the DP system was demounted and remounted on the contralateral arm, and this procedure was repeated after a 30 minute break.

This study was approved by our institutional Ethics Committee, according to the Declaration of Helsinki.

Statistical analysis
--------------------

### Precision

Precision is defined by a measurement's repeatability, as the variation between repeated measurements, when all conditions are kept constant (i.e., by using the same instrument and operator, and repeating measurements over a short time period). In the present study, the repeatability of both assessment methods was defined as the variance between two repeated measurements of flexion and abduction. Linear-mixed models were used according to Carstensen \[[@B9]\]. From these models, precision was estimated by error variance for both methods. Subsequently, variance was compared within these models by likelihood-ratio tests.

### Agreement

It is unlikely that measurements obtained by different methods will agree exactly. Agreement describes the degree to which measurements between the conventional goniometer and the DP are consistent. The mean differences (95% limits of agreement) in measurements performed by the conventional goniometer and DP were determined and illustrated by Bland-Altman plots. Differences between methods were graphically demonstrated.

A p-value of less than 0.05 was considered statistically significant. All statistical analysis was performed using the R program (<http://www.r-project.org>; version 2.12.1; MethComp).

To determine the number of shoulders required, a power analysis was performed. For simplification, independency between variance estimations was assumed. For 20 subjects, a total sample size of 40 shoulders, a variance ratio of 3.7 could be detected with a power of 80% at a double-sided significance level of 5%.

Results
=======

Calibration
-----------

The quality of calibration was evaluated by special software (MiRA®, Figure [3](#F3){ref-type="fig"}). The registered course of movement was visualized by two-dimensional (2D) graphs. Another option to evaluate the quality of calibration was based on the reports sent back by the company's data sheet. The quality of calibration based on the amount of rotational error was presented on a numeric scale. In an optimal case, the calibration movement would be performed without internal or external rotation.

![Calibration-check by MiRA®-software: left for flexion and right for abduction.](1471-2474-14-72-3){#F3}

The results of the calibration procedure in the presented assessments were satisfactory with a mean of 9.8 (range: 8.0 -- 10.0). If the calibration of a measurement was below 8, the assessment was repeated.

Measurements on subjects
------------------------

The overall results of the comparative measurements in the 21 subjects are shown in Table [1](#T1){ref-type="table"}. The abduction ROM was similar for both methods and ranged from approximately 115--200°. Comparing different assessment methods, DP produces higher maximum values, whereas mean values appear to be equal. The evaluation of flexion showed similar results for both the DP and conventional goniometer. Subjects showed a mean higher ROM in the 2^nd^ measurement for both directions. Mean standard deviations for flexion movements were obviously lower than for abduction movements, and were higher in the repetition series as well. Comparing different sides, lower standard deviations were found for left-sided movements, for both abduction and flexion, as well as in the first and second series. If the ROM on the examined side was low, it was same on the contralateral side, and vice versa.

###### 

Descriptive results separated for abduction and flexion for each method with mean values for all subjects as well as standard deviations

                                                              **Abduction**   **Flexion**                 
  ----------------------------- --------------- ------------- --------------- ------------- ------------- -------------
  **conventional Goniometer**   **1**^**st**^   left          163 (17.4)      122 \-- 184   171 (9.88)    152 \-- 186
  right                         164 (17.1)      119 \-- 186   166 (15.6)      129 \-- 185                 
  **2**^**nd**^                 left            165 (16.5)    128 \-- 182     172 (8.89)    156 \-- 186   
  right                         165 (17.8)      116 \-- 184   171 (15.5)      130 \-- 184                 
  **Dynaport**                  **1**^**st**^   left          162 (19.6)      119 \-- 194   171 (11.5)    151 \-- 190
  right                         163 (19.1)      118 \-- 197   166 (16.1)      127 \-- 188                 
  **2**^**nd**^                 left            164 (18.3)    121 \-- 194     171 (11.7)    150 \-- 190   
  right                         163 (20.7)      114 \-- 201   170 (15.0)      133 \-- 188                 

Comparing DP and conventional goniometer in both motion directions (flexion and abduction) showed an average difference of less than 2°.

Precision and agreement
-----------------------

### Flexion movement

For measurements of the same maximal flexion at the same time, a mean difference of 0.27° was present between the conventional goniometer and the DP. The 95% limit of agreement for two subsequent measurements with a different instrument (either conventional goniometer or DP) ranges from −7.97° to 8.51° (Figure [4](#F4){ref-type="fig"}). While the estimated precision of the DP (measurement error variance of 1.52) was greater than that of the conventional goniometer (measurement error variance, 5.94), the difference was not statistically significant (p = 0.09).

![**Bland-Altman-Plot for flexion.** x-axis: mean value of ROM, y-axis: difference between conventional goniometer and DP in °. Thick blue line: mean difference between conventional goniometer and DP. Thin blue lines: lower and upper 95% limits of agreement.](1471-2474-14-72-4){#F4}

### Abduction movement

For measurements of the same maximal abduction at the same time, a mean difference of 1.19° was found between the conventional goniometer and the DP. The 95% limit of agreement for two subsequent measurements with each instrument ranged from −9.07° to 11.46° (Figure [5](#F5){ref-type="fig"}). The precision of the DP was estimated by the error variance (0.89) and was significantly (p-value: 0.025) more precise than the conventional goniometer (error variance, 8.58). No systematic difference could be observed.

![**Bland-Altman-Plot for abduction.** x-axis: mean value of ROM, y-axis: difference between conventional goniometer and DP in °. Thick blue line: mean difference between conventional goniometer and DP. Thin blue lines: lower and upper 95% limits of agreement.](1471-2474-14-72-5){#F5}

Discussion
==========

Objective assessment of shoulder function is essential in treatment and evaluation of different conditions. Most existing instruments for objective evaluation of shoulder function are not applicable in clinical practice \[[@B1],[@B2]\] and only a few authors compared these instruments for shoulder ROM \[[@B10]-[@B12]\]. In this study, we evaluated the precision of a new multifunctional tool, which we have presented recently \[[@B6]\] for two movement directions compared to a conventional goniometer. Results showed significantly improved precision with the DP (in abduction) compared to the conventional goniometer. For flexion, no difference in precision was observed.

Isolated joint movements are difficult to perform. Shoulder joint abduction greater than 90° typically shows movement out of the frontal plane with a tilt of the thorax. Clinical perception therefore cannot be fully captured with a 2D conventional goniometer assessment. Instruments that can recognize the 3D joint position by calculating a projection angle could be a good solution.

Greenfield et al. demonstrated that internal and external rotation of the shoulder shows greater repeatability than flexion and extension \[[@B13]\]. The repeatability of shoulder extension and flexion testing is best when performed in a neutral position, as repeatability decreases with shoulder abduction \[[@B14]\]. This seems to be due to the higher portion of 3D movements, especially in abduction, due to the anteverted position of the glenoid and the shoulder plane. Furthermore, trunk stabilization is important for repeatable measurements \[[@B15]\]. We were able to minimize error during these movements by correct and standardized positioning of the subjects against a wall. Moreover, we know that assessments in obese patients have lower accuracy because the neutral position cannot easily be reached, and movements start in abduction position \[[@B15]\]. This point was not relevant in our study, as the maximal range of motion was the focus, not the starting position.

Calibration
-----------

Calibration movements (flexion and abduction) should be performed in a rectangle in order to obtain the highest precision. The manufacturer's recommendation for calibration suggests that the velocity of movements should not be slow, without defining it. In the present study, no relevant differences of precision of calibration were found in subjects of different ages.

It should be mentioned that in regular settings, calibration of the DP cannot be checked by the observer. It is intended by the manufacturer that all measured data are uploaded to a central internet server and returned via e-mail after analysis. Insufficient calibration is first reported, when assessments and data uploads are completed. In that case, complete assessments must be repeated. In this study setting, the analysing software was provided for direct analysis in the laboratory, but was viewable after the end of the examination. An optical feedback control on the device that would immediately show quality of calibration (good, modest, poor) might be a practical solution.

Precision and agreement
-----------------------

There are several potential sources of error that can threaten the credibility of assessments: machine linked inconsistencies, such as differences between tests on the same machine during operation or calibration. These were excluded as in previous studies, by always using the same device so that the validity of the DP system could be proven \[[@B6]\]. If subsequent assessments were performed with the same device, only a difference of up to 2.2° was recognized. Alternatively, subject variations (motivation, pain, fatigue, etc.) when performing repeated or multiple measurements, as well as testing procedure errors (poor/inconsistent stabilization) can occur. These factors are extraordinarily difficult to assess quantitatively and are hard to interpret. Further sources of error could be protocol variations (e.g., different rest periods), intra- and \[[@B16]\] inter-\[[@B17]\] tester reliability (difference between examiners) or data processing factors (e.g. software). All avoidable factors were excluded in the study design. Inter-tester bias \[[@B17]\] was excluded, as the same observer performed all measurements. The test and retest protocol was the same, with one observer and same health status of the subjects, as trials were repeated on the same day. Fatigue was excluded, as a break between both assessments was included to rest the muscles. Moreover the DP is a light instrument, so that muscle power deficit is not relevant. Furthermore, healthy subjects without shoulder (or spine) complaints were selected, to avoid fatigue or pain-related bias. Subject motivation could be seen by the higher maximum values for ROM in the retest series.

Testing procedure errors, such as poor or inconsistent stabilization of the DP on the subject's arm, or different elbow positions, could explain the variances in part. Further sources of error could be related to data processing (software error) as well as different distances from the centre of rotation in different lengths of arms. The analysing software had not changed over the period of the study. A possible software error would result in a constant bias, which was unlikely considering the fact that the measurements agreed quite well with the measurements performed with the manual goniometer. Other influences on measurement were not observed, as different distances from the centre of rotation did not show a negative influence in earlier trials \[[@B6]\]. This means that, due to gyroscope rotation in all three planes, the positioning of the DP and its orientation in space appears to always be correct if calibrated accurately.

This instrument allows joint angle measurements with at least the same precision as the standard conventional goniometer method, while capturing complex and dynamic movements at any time.

Conclusion
==========

The benefit of the DP is its easy and inexpensive application, which makes it affordable for physiotherapists and physician offices for objective evaluation of shoulder mobility during therapy.

Future studies must incorporate patients with diseased shoulders to determine the reliability and validity of this instrument in this cohort. Further scientific interest could include optic and video monitoring systems \[[@B18]\] from kinematic studies in comparison to the DP. Moreover, its practicability in day-to-day use must be clarified.

Future implementations of the DP could include real-time applications or biofeedback (balance control, limitation of ROM in shoulder rehabilitation, etc.).

In summary, the DP is easy to apply and highly user friendly. The DP has good repeatability in measurements of shoulder ROM, with better results than conventional goniometers. Especially due to its simple handling and short duration of tests, this method is applicable in clinical practice and can objectively measure the functional disability of the shoulder joint and the results of interventions.
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